Incubator

Isotemp Standard Incubator 600 Series
Technical Service: 1-800-9260-0505
Repair Service: 1-800-395-5442
Warranty: Limited warranty 12 months from purchase date. Information is on the back of the manual.
Manual: Located in Drawer 1 of the filing cabinet.

Standard temperature for most bacterial work is 37.0°C and this is the temperature at which the incubator should be set. Nothing other than bacteria or items that need to be kept at physiological temperature.